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1,2 Therefore, a convenient and reliable enantiomer separation method has been of great interest in the biological and pharmacological research field. Several groups reported the chromatographic resolution of thyroxine enantiomers by chiral ligand exchange method using cupper solution on achiral column. [3] [4] [5] However, only a few of results for direct enantiomer separation on chiral stationary phases (CSPs) have been reported. 2, [6] [7] [8] Among these reports, the separation of thyroxine enantiomers has been performed on a proline derived CSP (α = 1.90), a protein ovomucoid derived CSP (α = 1.16-1.32) under aqueous buffer solutions and on a CSP derived from (+)-(18-crown-6)-2,3,11,12-tetracarboxylic acid (18-C-6-TA) (α = 2.08-3.11), depending upon the used mobile phases. 2, [6] [7] [8] For resolution of thyroxine enantiomers, the crown ether derived CSP showed better enantioseparation than the proline or ovomucoid derived CSP. However, the validated direct determination of thyroxine enantiomers in plasma on a CSP derived from 18-C-6-TA (CSP 1) has not been performed. In this study, a liquid chromatographic method for the simultaneous determination of D-and Lthyroxine in human plasma using the chiral crown ether derived CSP 1 is developed and validated. To our knowledge, the validated direct simultaneous determination of thyroxine enantiomers in plasma samples using the chiral HPLC column is the first report.
For the optimum chromatographic results of specificity experiment of D-and L-T4 in plasma samples, several mobile phase conditions were used. As shown in Table 1 , chromatographic parameters such as separation factors, retention times and resolution factors on CSP 1 are considerably influenced by the nature of mobile phases. 7, 9 Although Aboul-Enein and his co-works have shown the chromatographic results using the mobile phases of methanol/H 2 O containing H 2 SO 4 as an additive, 7 these chromatographic conditions were not effective for the specificity results of D-and L-T4 present in plasma samples. Therefore, the several mobile phases of ethanol/H 2 O containing H 2 SO 4 as an additive were used and optimized in this study. When the mobile phase of 90% ethanol/H 2 O (V/V) containing 10 mM H 2 SO 4 was used for the validation study of D-and L-T4 in plasma samples, no matrix peaks interfered with internal standard (IS) of L-phenylglycine, L-T4 and D-T4 at their retention times. Figure 1 shows representative chromato- . These results are better than those by the other group of the analytical method using a chiral mobile phase additive on a silica column.
5 Tables 2 and 3 show a summary of intraday and interday precision and accuracy of measurement of D-T4 and L-T4 in plasma, respectively. The intraday accuracy was determined to be 97.6-103.4% (D-T4) and 97.1-102.0% (L-T4) by performing five replicate analyses at each concentration level (10, 20, 40, 100 μg/mL), respectively. The intraday precision expressed in % RSD was determined to be 1.68-8.27% (D-T4) and 1.96-6.54% (L-T4) at the same four concentration levels, respectively. Similarly, the interday accuracy was determined to be 97.8-108.4% (D-T4) and 98.9-100.2% (L-T4) by performing five replicate analyses at each concentration level (10, 20, 40, 100 μg/mL), respectively. The interday precision expressed in % RSD was determined to be 1.52-7.07% (D-T4) and 6.49-8.32% (L-T4) at the same four concentration levels, respectively. The limit of detection was defined as the peak signal of D-T4 and L-T4 equal to three times the average noise level. The limit of detection for both D-and L-T4 in plasma sample were 1.8 ng and 3.2 ng per injected sample, respectively.
In summary, we demonstrated the simultaneous determination of D-T4 and L-T4 on a chiral crown ether derived CSP 1 in human serum with base-line separation. This new analytical method for the determination of D-T4 and L-T4 using internal standard has been developed and validated. Validation experiments have shown that this method has good precision and accuracy as well as high linearity of 0.9987 and 0.9996 for D-T4 and L-T4 over the concentration ranges of 1-100 μg/mL, respectively. This new analytical results using the chiral HPLC column may be used to investigate not only the simultaneous determination of D-T4 and L-T4 for biological samples but also the degree of conversion of each T4 enantiomer in vivo.
Experimental Section
Reagents and Apparatus. L-Thyroxine and L-phenylglycine were purchased from Aldrich (WI, USA) and DLthyroxine was purchased from TCI (Japan). Human plasma was obtained from Red Cross Blood Center (Gwangju, Korea). HPLC-grade alcohols and acetonitrile were purchased from J. T. Baker (PA, USA). All chromatographic measurements were performed using an Agilent 1100 series combinatorial LC instrument equipped with isocratic pump, auto-sampler and diode array detector from Agilent Technologies (Wilmington, DE, USA). Water was purified using a milli-Q water purification system (Bedford, MA, USA). (1, 5, 10, 20, 40, 60, 80 , 100 μg/mL) of D-and Lthyroxine were prepared for calibration curves, respectively. After adding 0.5 mL of acetonitrile to glass tube, the plasma samples were shaken for 1 min. After 10 min of centrifugation at 3000 g, the supernatant (0.5 mL) was transferred into another glass tube and completely evaporated under a stream of nitrogen. The dry residue was reconstituted with 400 μL mobile phase and centrifuged for 2 min at 15000 g. And the upper layer (20 μL) wad injected directly onto the HPLC system. Five replicate analyses were performed on plasma standards at four different concentration levels (10, 20, 40, 100 μg/mL) of D-and L-thyroxine, respectively, to assess both interday and intraday precision and accuracy of the method.
